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Abstract -Proportional electroluminescence (EL) in gaseous Ar has for the first time been sys¬ 
tematically studied in the two-phase mode, at 87 K and 1.00 atm. Liquid argon had a minor (56 
ppm) admixture of nitrogen, which allowed to understand, inter alia, the effect of N 2 doping on the 
EL mechanism in rare-event experiments using two-phase Ar detectors. The measurements were 
performed in a two-phase Cryogenic Avalanche Detector (CRAD) with EL gap located directly 
above the liquid-gas interface. The EL gap was optically read out in the Vacuum Ultraviolet 
(VUV), near 128 nm (Ar excimer emission), and in the near Ultraviolet (UV), at 300-450 nm 
(N 2 Second Positive System emission), via cryogenic PMTs and a Geiger-mode APD (GAPD). 
Proportional electroluminescence was measured to have an amplification parameter of 109T10 
photons per drifting electron per kV overall in the VUV and UV, of which 51±6% were emitted 
in the UV. The measured EL threshold, at an electric field of 3.7T0.2 kV/cm, was in accordance 
with that predicted by the theory. The latter result is particularly relevant to DarkSide and 
SCENE dark matter search-related experiments, where the operation electric field was thereby 
on the verge of appearance of the S2 (ionization-induced) signal. The results obtained pave the 
way to the development of N 2 -doped two-phase Ar detectors with enhanced sensitivity to the S2 
signal. 


Introduction. — In two-phase detectors for dark mat¬ 
er search m and coherent neutrino-nucleus scattering 
CNNS) [Slin] experiments, the S2 signal (induced by the 
)rimary ionization in the noble-gas liquid), is detected 
hrough the effect of proportional electroluminescence (or 
noportional scintillations or else secondary scintillation) 
n the noble gas [10]. In low-mass (<10 GeV) dark mat¬ 
ter search experiments and in particular in CNNS exper¬ 
iments, the significance of the ionization signal substan¬ 
tially increases, since it might remain the only one to 
be detectable EllHlE]- Accordingly, the problem of the 
effective detection of the electroluminescence signal (S2) 
becomes of paramount importance to low-threshold rare- 
event experiments. 

Proportional electroluminescence in two-phase Ar de¬ 
tectors is produced when the primary ionization electrons. 
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emitted from the liquid, drift in a moderate electric field 
in an electroluminescence (EL) gap located directly above 
the liquid-gas interface. In proportional electrolumines¬ 
cence the photon yield is basically proportional to the 
electric field, since the energy provided to the electrons 
by the electric field is almost fully expended in atomic ex¬ 
citations producing Ar*(3p^4s^) and Ar*(3p®4p^) states 
(the first one being metastable). These are followed by 
the photon emission in the Vacuum Ultraviolet (VUV), 
around 128 nm, due to excimer productions in three-body 
collisions and their subsequent decays diHia 


Ar*(3p®4s^) -I- 2Ar Ar^ + Ar, —>■ 2Ar + hv, (1) 

and by the photon emission in the Near Infrared (NIR), 
at 690-850 nm, due to Ar*(3p^4p^) — Ar*(3p^4s^) -I- hv 
atomic transitions [HHTH] . The EL yield in the NIR is by 
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an order of magnitude lower than that in the VUV, due 
to the higher excitation threshold [H1IT5] . 

In presence of N 2 admixture in gaseous Ar at high (^1 
atm) pressures the mechanism of proportional electrolu¬ 
minescence may change its nature, namely the excimer 
production (and hence the VUV emission) can be taken 
over by that of excited N 2 molecules in two-body collisions 
[niiiH], followed by their de-excitations through the emis¬ 
sion of the so-called Second Positive System (SPS) [TOIMI] . 
at 300-450 nm [T7] : 

Ar*(3p®4si) + 7 V 2 ^ Ar + 7V*(C3n„), (2) 

N;{C^I1u) ^ N^iB^Hg) + hv . 

For simplicity in the following, the N 2 SPS emission in 
the near ultraviolet (UV) and visible spectral range is re¬ 
ferred to as that in the UV. Note that the total amount 
of photons emitted both in reactions (1) and (2) remains 
constant, since one atomic excitation gives rise to one pho¬ 
ton, emitted either in the VUV or UV (with a negligible 
addition in the NIR). 

It is surprising that while proportional electrolumines¬ 
cence in gaseous Ar was rigorously studied at room tem¬ 
perature [nm, little is known about that in the two- 
phase mode. Moreover, the available data are rather 
scarce and confusing. Indeed, the EL yield in the VUV 
in two-phase Ar obtained in the WARP experiment and 
presented in was reported to be an order of magni¬ 
tude lower than the yield at room temperature. We will 
show in Section 3 that such data cannot be true. 

Similarly, the EL yield in the NIR in two-phase Ar (at 87 
K) was reported to be reduced, by an order of magnitude, 
compared to that at 163 K [IS]. A plausible explanation 
of this effect will be given in Section 3. 

Another motivation for this study comes from the re¬ 
cent results of the DarkSide dark matter search experi¬ 
ment [7] and those of the energy calibration of two-phase 
Ar detectors [miig. In particular we will show in the 
following that the electric field values used in the EL gap 
in DarkSide [7] and SCENE m experiments are danger¬ 
ously close to the EL threshold determined in the present 
study, making it difficult to properly detect the S2 signal. 

In this work we systematically study proportional elec¬ 
troluminescence in Ar in the two-phase mode, with a mi¬ 
nor (56 ppm) admixture of N 2 that might be typical for 
large-scale liquid Ar experiments [53]. The EL threshold 
and the electric field dependence of the absolute EL yield 
are measured. We show that the N 2 SPS emission provides 
a major part of the EL signal in these conditions. 

The present study was performed in the course of the 
development of two-phase Cryogenic Avalanche Detec¬ 
tors (CRADs) of ultimate sensitivity for rare-event ex¬ 
periments [53] and their energy calibration [5S]. An ad¬ 
vanced two-phase CRAD prototype was used in the mea¬ 
surements, with EL gap optically read out using cryogenic 
PMTs, and with combined THGEM/GAPD-matrix mul¬ 


tiplier [T31[531I1S] (THGEM is Thick Gas Electron Multi¬ 
plier [57]; GAPD is Geiger-mode APD). Such a combined 
charge/optical readout of two-phase detectors would re¬ 
sult in a higher overall gain at superior spatial resolution. 
It should be remarked that a novel design of the EL gap 
in two-phase detectors, when PMTs are located on the 
perimeter of the gap has been applied in this work. 
Accordingly, the verification of the performance of such 
an advanced two-phase CRAD was another motivation for 
this study. 

Experimental setup and measurement proce¬ 
dures. — Fig. [1] shows the experimental setup, represent¬ 
ing the first working prototype of the two-phase CRAD 
with both EL gap and THGEM/GAPD-matrix multiplier. 
It comprised a vacuum-insulated 9 1 cryogenic chamber 
filled with 2.5 liters of liquid Ar. Ar was taken from a 
bottle with a specified purity of 99.998% (specified N 2 
content <10 ppm). During each cooling procedure Ar was 
purified from electronegative impurities by Oxisorb filter, 
providing electron life-time in the liquid >70 ^s. The de¬ 
tector was operated in two-phase mode in the equilibrium 
state, at a saturated vapor pressure of 1.000±0.003 atm 
and at a temperature of 87.3 K. 

After each cryogenic measurement, the Ar was liquified 
from the chamber back to a stainless steel bottle cooled 
with liquid nitrogen, so that the N 2 content remained con¬ 
stant throughout the entire measurement campaign. The 
latter lasted 5 months during which the setup (operated 
on a closed loop) was repeatedly evacuated but neither 
baked nor purified from N 2 , resulting in a certain N 2 con¬ 
tent established due to combined effect of the residual gas 
and internal outgassing in the bottle and cryogenic cham¬ 
ber. At the end of the campaign, the bottle with Ar was 
connected to a baked high-vacuum (10“® mbar) system 
equipped with a Residual Gas Analyzer Pfeiffer-Vacuum 
QME220, where the N 2 content in Ar was measured in 
a flow mode at a pressure of 10“^ mbar: it amounted to 
56±5 ppm. In the two-phase mode at 87 K, this value 
corresponds to the N 2 content of 56 ppm in the liquid and 
151 ppm in the gas phase, according to ’’Raoult” law m- 

The cryogenic chamber included a cathode electrode 
(made from a THGEM plate), two field-shaping electrodes 
and a THGEMO, immersed in a 55 mm thick liquid Ar 
layer. These 4 elements were biased through a resistive 
high-voltage divider placed within the liquid, forming a 
drift region in liquid Ar, 48 mm long. A 4 mm thick 
liquid Ar layer above the THGEMO acted as an electron 
emission region. A double-THGEM assembly, consisting 
of a THGEMl and THGEM2, was placed in the gas phase 
above the liquid. The EL gap (the EL region), 18 mm 
thick, was formed by the liquid surface and the THGEMl 
plate; the latter was grounded through a resistor acting 
as an anode of the gap. The rigidity of the THGEMO and 
THGEMl plates provided the good flatness of the EL gap 
even under high-held conditions. All electrodes had the 
same active area, of 10x10 cm^. 
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Fig. 1: Schematic view of the experimental setup (not to scale). 
Only the central MPPC of the 5x5 matrix is shown. The 
resistors of the voltage divider have the following values: Rl, 
R2, R3 and R4 is 80, 40, 4 and 600 MOhm respectively. 

The voltage applied to the divider varied from 11 to 22 
kV, producing an electric drift field in liquid Ar of 0.34- 
0.68 kV/cm, electric emission field of 2.6-5.1 kV/cm and 
electric field in the EL gap of 4.0-8.0 kV/cm. Using such 
a voltage divider, the THGEMO was biased in a way to 
provide the effective transmission of drifting electrons from 
the drift region to that of electron emission: the electrons 
drifted successively from a lower to higher electric field 
region, with a field ratio of about 3 at each step, which in 
principle should result in electron transmittance through 
the THGEMO approaching 100% [29]. In addition, the 
high emission field, exceeding 2 kV/cm, guaranteed a full 
electron extraction from the liquid into the gas phase m- 
The average drift time of the electrons across the drift, 
emission and EL regions varied from about 25 to 35 ^s, 
depending on the applied electric fields. 

There were two ways of optical readout of the EL gap. 
Firstly, the gap was viewed by four compact cryogenic 2- 
inch PMTs R6041-506MOD [3D], located on the perimeter 
of the gap at a distance of 77 mm from its center. To pre¬ 
vent discharges and field penetration from the high-voltage 
region of the EL gap, the PMTs were electrically insulated 
from the gap by a grounded mesh and an acrylic protec¬ 
tive box of a rectangular shape. The box had an inner 
size of 141x141 mm^ and wall thickness of 2 mm. To con¬ 
vert the VUV into the blue light, four wavelength shifter 
(WLS) films based on TPB (tetraphenyl-butadiene) were 
deposited on the inner box surface facing the EL gap, in 
front of each PMT. The WLS films were deposited by 
spreading the TPB and polystyrene mixture (in 1:3 pro¬ 
portion) in toluene solution on the box walls, allowing the 
toluene to evaporate EBEa; the effective TPB thickness 


in the film was 0.26 mg/cm^. Each PMT had a bialkali 
photocathode of 45 mm diameter. The PMTs were pow¬ 
ered through voltage dividers mounted on their bases. 

Secondly, the scintillation in the spectral range other 
than the VUV, i.e. in the near UV (and visible and 
NIR range, if any) could be recorded using a 5x5 matrix 
of GAPDs of the MPPC (Multi-Pixel Photon Counter) 
S10931-100P type [33133], placed in the gas phase behind 
the THGEM2. The MPPCs were electrically insulated 
from the latter by a grounded grid and an acrylic plate, 
1.5 mm thick. Each MPPC had a 3x3 mm^ active area. In 
this paper, the double-THGEM multiplier was not oper¬ 
ated in a charge multiplication mode and the MPPCs were 
not involved in optical readout of the avalanche scintilla¬ 
tions; this will be the subject of the forthcoming studies. 
Instead, only the central MPPC of the matrix was used to 
directly record proportional electroluminescence from the 
EL gap through the double-THGEM assembly, the latter 
acting as a shadow mask. 

The detector was irradiated from outside through a col¬ 
limator and two aluminium windows (each 1 mm thick) 
by X-rays from a pulsed X-ray tube with Mo anode op¬ 
erated at a voltage of 40 kV (at a rate of 240 Hz) |M) . 
The pulsed X-rays were attenuated by X-ray filters result¬ 
ing in the incident X-ray energy of 30-40 keV. The X-ray 
pulse was strong enough, to provide a measurable ioniza¬ 
tion charge in the EL gap (tens of thousands electrons), 
and sufficiently fast (0.5 /rs), to provide a reasonable time 
resolution. 

Three types of signals were recorded: the optical sig¬ 
nal from the PMTs, the charge signal from the THGEMl 
and the optical signal from the MPPC. The optical sig¬ 
nal from the four PMTs, called the total PMT signal, was 
obtained as a linear sum of all the PMT signals (using 
CAEN N625 unit), amplified with a linear amplifier with 
a shaping time of 200 ns. The THGEMl charge signal was 
recorded using a charge-sensitive preamplifier followed by 
a shaping amplifier with a time constant of 1 fj,s. The 
MPPC optical signal was recorded using a fast amplifier 
with a shaping time of 40 ns. The DAQ system included a 
4-channel oscilloscope LeCroy WR HRO 66Zi. In the case 
of pulsed X-rays, the trigger was external, provided by a 
pulsed X-ray tube generator. 

The amplitude of each of the three signal types was mea¬ 
sured by time-integration of the appropriate part of the 
pulse. The amplitude of the PMT signal was expressed in 
the number of photoelectrons (p.e. or pe) recorded on the 
PMT photocathodes {Npe), by normalizing to the average 
single p.e. amplitude, obtained from the single p.e. am¬ 
plitude spectra averaged over all the PMTs. The single 
p.e. spectra were provided by the PMT noise signals. The 
amplitude of the charge (THGEMl) signal was expressed 
in the number of electrons (Ve), using the amplifier cir¬ 
cuit calibration including a charge injection with the help 
of a pulse generator and a precise capacitance. The am¬ 
plitude of the MPPC signal was expressed in the number 
of primary photoelectrons, by normalizing to the average 
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Fig. 2: Quantum efficiency (QE) of the PMT R6041-506MOD 
at 87 K obtained from |3Uil35 | using a temperature depen¬ 
dence derived there, Photon Detection Efficiency (PDE) of 
the MPPC S10931-100P | 30II33 | . transmittance of the 1.5 mm 
thick acrylic plate in front of the MPPC measured by us and 
hemispherical transmittance of the WLS [32]. Also shown are 
the EL emission spectrum of Ar doped with N 2 (0.2%) in the 
near UV and visible range measured at room temperature and 
high (~1 atm) pressure [17] and that of the WLS (TPB in 
polystyrene) |31| . 
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Fig. 3: EL gap yield measured using PMT signal (left scale) 
and that of MPPC (right scale) as a function of the electric 
field in the EL gap. The arrow indicates the electric field value 
equivalent to that of DarkSide experiment [7], i.e. reduced to 
the gas density of the present study. The electric drift field 
in liquid Ar is also shown on the top axis. The dashed fine 
indicates the contribution of proportional electroluminescence 
in the UV (i.e. due to the N 2 SPS emission) to the PMT signal, 
deduced from the EL yield using MPPC signal. 


amplitude of the MPPC ’’single p.e.” spectrum. It should 
be remarked that there was a substantial (^30%) crosstalk 
between the MPPC pixels, appearing as the second and 
third peaks in the single p.e. spectrum; its contribution 
was taken into account. 

To convert the measured amplitudes into the number 
of photons emitted in the VUV and UV, the light collec¬ 
tion efficiency (e) should be determined. For this proce¬ 
dure, Fig.[5]presents optical spectra of the PMT Quantum 
Efficiency (QE) [SS], MPPC Photon Detection Efficiency 
(PDE) [33], acrylic plate transmittance (measured by us) 
and WLS (TPB in polystyrene) hemispherical transmit¬ 
tance [22]. In addition, the EL emission spectrum of 
Ar doped with N 2 [T7] and that of the WLS (TPB in 
polystyrene) [21] are presented. 

Results and discussion. ~ The sensitivity of a par¬ 
ticular detector is characterized by the EL gap yield. In 
our case it can be defined as the number of photoelectrons 
recorded by the PMTs or the MPPC (A"pe), per drifting 
electron in the EL gap: YELgap = Npe/Ng. Here Ne is the 
charge expressed in the number of electrons, drifting in the 
EL gap and producing proportional electroluminescence. 

Fig-Ejshows the EL gap yield as a function of the electric 
field in the gap, measured using PMT and MPPC signals. 
We can clearly see a linear dependence of the yield on the 
electric field, that confirms its proportional electrolumi¬ 
nescence nature. One can also see that proportional elec¬ 
troluminescence measured with the PMTs had a threshold 
at an electric field of 3.7±0.2 kV/cm. Within the experi¬ 


mental uncertainties, the same threshold had proportional 
electroluminescence measured with the MPPC, clearly in¬ 
dicating that the PMT and MPPC signals are linked. 

An important conclusion is that the electric field value 
in the EL gap, equivalent to that of DarkSide dark matter 
search experiment [7] (reduced here to the gas density of 
the present study), of 3.9 kV/cm, is dangerously close to 
the EL threshold. This is also true for the SCENE energy 
calibration experiment |22j . operated at a similar field. 
Such an operation, on the verge of the signal appearance, 
may result in improper detection of the S2 signal in those 
experiments. In particular we assume that the strong ra¬ 
dial dependence of the S2 amplitude observed in DarkSide 
experiment [7] might be due to the sensitivity of the S2 
signal, enhanced at the EL threshold, to even minor vari¬ 
ation of the electric field. 

The presence of the MPPC signal leads us to a conclu¬ 
sion that there was an additional contribution of the pho¬ 
ton emission in the spectral range other than that of the 
VUV. Indeed, the calculations showed that proportional 
electroluminescence in the VUV itself cannot explain the 
EL gap yield measured using the PMTs: we lack a factor 
of 2.7 in the yield value. This additional contribution can¬ 
not be due to the emission in the NIR, since the latter was 
too weak (at higher temperatures) and, in addition, it was 
found to be further suppressed at 87 K m- On the other 
hand as mentioned in the Introduction, even minor admix¬ 
ture of N 2 to Ar might give rise to the EL emission in the 
near UV where the MPPC has high sensitivity (Fig. [7]). 
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Accordingly, we adopt here the hypothesis that there were 
two principal sources of the EL emission in two-phase Ar 
in our experiment: first, due to the Ar excimer emission 
in the VUV and, second, due to the N 2 SPS emission in 
the UV (see reactions o and ©)• 

This hypothesis requires three spectral components con¬ 
tributing to the EL gap yield using the PMTs (see Fig.[2|), 
namely those of the VUV and UV, absorbed and re¬ 
emitted in the WLS, and that of the UV escaping ab¬ 
sorption in the WLS. Fortunately, the EL yield due to the 
emission in the UV was directly measured by the MPPC. 
Hence one can calculate the contribution of the two UV 
components to the PMT signal using the absolute EL yield 
and the light collection efficiency. 

The absolute EL yield is defined as the number of emit¬ 
ted photons {Nph) normalized to the number of drifting 
electrons producing electroluminescence and to the elec¬ 
tron drift path (d): Yel = Nph/Ne/d. The number 
of photons recorded by the PMTs is defined as Nph = 
NpejejCEjQE, for the VUV and UV components re¬ 
emitted by the WLS, and as Nph = Npe/e/QE for the 
UV component recorded directly. The number of photons 
recorded by the MPPC is defined as Nph = Npe/e/PDE. 
Here e and CE are the light collection and WLS conver¬ 
sion efficiencies, for a given emission component; QE and 
PDE are the PMT QE and MPPC PDE averaged over 
the WLS and N 2 SPS emission spectrum respectively and 
convoluted, if needed, with the acrylic plate or WLS hemi¬ 
spherical transmittance spectrum (Fig. [2]). 

To determine the light collection efficiencies, four 
Monte-Carlo simulation procedures were performed. The 
first and the second ones simulated the emission of the 
photons in the EL gap of either the VUV (128 nm) or the 
UV component absorbed in the WLS, the latter amount¬ 
ing to 75% of the N 2 SPS, at 300-400 nm, obtained from 
convolution of the N 2 SPS and WLS hemispherical trans¬ 
mittance spectra of Fig. [2] The propagation of photons 
to the WLS film, their conversion by the WLS film to 
the visible light photons and their further propagation to 
the PMT photocathodes were simulated. The light col¬ 
lection efficiency amounted to 3.1x10“^ for the VUV and 
2.5x10“^ for the UV component respectively. Here we 
used CE = 0.58 at 128 nm [31] and CE = 0.40 at 300-400 
nm [3311331133] . 

The third procedure simulated the emission of the pho¬ 
tons of the UV component escaping absorption in the WLS 
(amounting to 15% of the N 2 SPS, at 400-450 nm) and 
thus directly propagating to the PMTs. The light collec¬ 
tion efficiency for this component, of 5.4x 10“^, turned out 
to be considerably higher than that of the light re-emitted 
by the WLS, by about a factor of 20, due to the absence 
of re-emission and total internal reflection losses. 

The fourth procedure simulated the emission of the pho¬ 
tons of the UV component and their propagation to the 
central MPPC through the two THGEMs (amounting to 
31% of the N 2 SPS, at 360-450 nm). In this case the light 
collection efficiency amounted to 8.6x10“®. 



Fig. 4: Reduced electroluminescence yield as a function of the 
reduced electric field in the UV (N 2 SPS emission) and overall 
in the VUV (Ar emission) and UV, determined in this work in 
gaseous Ar doped with N 2 (56 ppm in the liquid and 151 ppm 
in the gas phase), in the two-phase mode at a temperature of 
87 K and pressure of 1.00 atm. For comparison, the yields 
in gaseous Ar in the VUV obtained experimentally at 273 K 
(Monteiro et al. [12]) and theoretically (Oliveira et al. |13p are 
presented. The solid lines are the linear fits to the data points 
of the present study. 

To compare our results to those measured at differ¬ 
ent temperatures and pressures, the reduced EL yield 
(Yel/N) is plotted in Fig. Sjas a function of the reduced 
electric field {E/N) , where both quantities are normalized 
to the atomic concentration {N). Here E/N is given in 
Td [10“^^ V cm^ atom“^] and Yel/N in [10“^^ photon 
electron”^ cm^ atom“^]. 

The linear dependence of the EL yield in the UV (N 2 
SPS) on the electric field, derived from the MPPC data, 
is described by the following equation (Fig. |4|): 

Yel/N = 0.0mE/N-0.223. (3) 

The slope of the line defines the amplification parameter 
of proportional electroluminescence. Accordingly in the 
UV, it amounts to 56±7 photons per kV. Using this pa¬ 
rameter, we can calculate the desired contribution of the 
two UV components to the PMT signal: it provides the 
major 82% of the signal (dashed line in Fig.[3|), the rest of 
the signal being provided by emission in the VUV. The de¬ 
tailed analysis showed that such a domination is provided 
mostly by the direct UV component escaping absorption 
in the WLS, due to the considerably higher light collection 
efficiency as discussed above. 

Once the VUV contribution is defined, one can deter¬ 
mine the total EL yield: it is shown in Fig. |3| The linear 
dependence of the total EL yield on the electric field, over¬ 
all in the VUV (Ar excimer emission) and UV (N 2 SPS 
emission), is described by the following equation: 
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Yel/N = Q.imE/N -QAU. (4) 

For comparison, the yields in gaseous Ar in the VUV ob¬ 
tained experimentally at 273 K m and theoretically m 
are also shown. 

We can state that the high EL yield measured here re¬ 
futes the previous result of the WARP group presented in 
|12) . One can also conclude that both the EL threshold 
and the amplification parameter, of 109±10 photons per 
kV, measured in this work at 87 K are in good agreement 
with the theory. This fact indicates that the total number 
of photons, emitted no matter in the VUV or UV, remains 
unchanged, with good accuracy being equal to the number 
of the excited Ar atoms as predicted by the theory [13]. 
Such an amazing agreement with the theory was obtained 
thanks to fine-tuned balance between the VUV and UV 
emission components, that can hardly be obtained acci¬ 
dentally, thus strongly supporting the hypothesis of the 
combined Ar excimer and N 2 SPS emission. 

Since at room temperature the N 2 emission in Ar was 
not observed at such a small N 2 content HZ], we may sup¬ 
pose that the effect of N 2 doping is enhanced at lower 
temperatures. 

Now we can explain the effect of the EL yield reduc¬ 
tion in the NIR observed in Ar at 87 and 126 K [15]. This 
reduction is supposed to be induced by a minor N 2 admix¬ 
ture due to the reaction similar to that of ([2]), when the 
excited Ar*(3p^4p^) states providing emission in the NIR, 
transfer their excitation to the A^ 2 (C'^nu) states emitting 
in the UV. Because of the NIR filter, the GAPDs used 
there were not sensitive to the UV [15]. Together, these 
factors may explain why the EL yield in the NIR progres¬ 
sively decreased with decreasing temperature. 

Conclusion. — Proportional electroluminescence 
(EL) in gaseous Ar has for the first time been system¬ 
atically studied in the two-phase mode, at 87 K and 1.00 
atm. Ar had a minor admixture of N 2 , of 56 ppm in the 
liquid and 151 ppm in the gas phase, which allowed to 
understand, inter alia, the effect of N 2 doping on the EL 
mechanism. Such a N 2 content might be quite typical for 
large-scale liquid Ar experiments. 

Proportional electroluminescence in two-phase Ar at 87 
K was measured to have an amplification parameter of 
109±10 photons per drifting electron per kV overall in 
the VUV and UV, of which 51 ±6% were emitted in the 
UV (N 2 Second Positive System). This result indicates 
that the effect of N 2 doping on proportional electrolumi¬ 
nescence in Ar is enhanced at lower temperatures. 

In addition, the S2 signal response was found to be sub¬ 
stantially enhanced due to the fraction of the N 2 emission 
spectrum recorded directly, i.e. escaping re-emission in 
the WLS film and thus having a considerably higher (by 
a factor of 20) light collection efficiency. This observation 
paves the way to the development of N 2 -doped two-phase 
Ar detectors with enhanced sensitivity to the S2 signal. 


The overall EL amplification parameter and the EL 
threshold (at an electric field of 3.7±0.2 kV/cm) measured 
in this work were in accordance with those predicted by 
the theory. The result on the EL threshold is particu¬ 
larly relevant to DarkSide [7] and SCENE [Zl] dark mat¬ 
ter search-related experiments, where the operation elec¬ 
tric field was thereby on the verge of appearance of the S2 
signal. 
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